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Cleaning and Sterilization 
Instructions for SAFIDENT Instruments 
 
SAFIDENT Products are provided non-sterile 

 
Manual Cleaning 

• Do not place SAFIDENT instruments in an ultrasonic cleaner. Clean manually with a soft brush 
until all visible residues are removed 

• Use neutral PH solution for cleaning instrument 
• Thoroughly rinse all solution from instrument 
• Allow to dry 

 
Instrument Washer 

• Only use washer-disinfectors compliant with EN ISO 15883 
• Use neutral PH cleaner designed for use in Instrument Washer 
• Run Washer for complete cycle 

 
Sterilization 

• Steam Sterilization is the recommended method 
• Always consult and follow the sterilizer manufacturers instructions and recommendations 

 
 

 

Cycle Type 
Minimum 

Temperature 
Minimum 

Exposure Time Drying Time 

Pre-vacuum 121 °C / 250 °F 6 minutes 30 minutes 

Gravity Feed 121 °C / 250 °F 30 minutes 30 minutes 

In any case do not exceed 150 °C / 300 °F 

 


